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DECADE-RESISTANCE 

box is composed of in¬ 
dividual decades connected 
in series to the box termi¬ 
nals. Their arrangement and inter¬ 
connections are shown in f igure 2. 
The result is not the pure resistance for 
which each separate resistor is adjusted 
b\ means of a direct-current bridge 
and which is indicated by the dial set¬ 
ting. In addition the resistors and 
their wiring have inductance and 


capacitance which may he conveniently 
represented by the network of Figure 
3. These cause the box to have, at any 
frequency, a reactance and a phase 
angle. The resistance will vary with 
frequency, both because of the fre¬ 
quency characteristic of the network 
and because of skin effect or crowding 
of current to the surface of a solid con¬ 
ductor. The existence of reactance and 
the increase in effective resistance with 
frequency can he minimized by careful 



I 



Figure 1. Four of the nine stock sizes of Type 602 Decade-Resistance Boxes. Their frequency 
characteristics are discussed in the accompanying article 
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Figure 2. Interior of a Type 602-J Decade-Resistance Box. The decades are. from right to 
left, units, tens, hundreds, and thousands of ohms. A separate winding is used for each step 


design, but they ran never he elimi¬ 
nated. The object of all improvements 
in the high-frequency behavior of re¬ 
sistance boxes is the minimizing of 
these two effects. 

Tor frequencies below 50 kilocycles 
the skin effect is negligible and the 
equivalent inductance is constant. 1 



C 


Figure 3. Equivalent network of a resistor 

This equivalent inductance L of the 
network is always smaller than the 
series inductance L because of the 
shunting action of the parallel ca¬ 
pacitance C: L = L-WC (1) 

For small values of resistance the 
equivalent inductance is positive, while 
for larger values it is negative. The 
transition usually occurs in the hun¬ 
dreds of ohms. 

Figtire 4 shows the values of L ami 
L measured at a frequency of 1 kilo¬ 
cycle for each of the six Type 510 
Decade-Resistance Units. The com¬ 
plete boxes of Figure I arc, essentially, 
assemblies of these units. 

The parallel capacitance C, calcu- 

, The equivalent reactance below 50 kilo¬ 
cycles is theu a a>L 


lated by means of Equation (1) is about 
6 /inf and is independent of dial setting. 

The multiplicity of scales needed in 
Figure I in order to cover the wide 
range of values of equivalent induc¬ 
tance of the various decades may be 
reduced by using the ratio L R of the 
equivalent inductance to the series 
resistance. This ratio has the dimen¬ 
sions of time and is called the time 
constant. When the equivalent in¬ 
ductance is negative, the time constant 
is still taken as positive, since the net¬ 
work is capacitive. In plotting it is 



the Type 510 Decade-Resistance Units with 
their shields removed 
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Figure 5. Time constant in plotted as a 
function of dial Hotting for Type 510 Decade- 
Resistance Units 

convenient to extend the time constant 
scale below the zero axis in order that 
the curves may he continuous. 

The time constants for the Type 
510 Decade-Resistance Units are 
plotted in Figure 5, both with the shield 
removed and with it in place hut not 
connected, i.e., floating. The addition 
of a shield increases the parallel ca¬ 
pacitance and thus affects the equiva¬ 
lent inductance ami lime constant of 
the larger decades by increasing the 
term R 2 C. When the shield is con¬ 
nected to a terminal of the decade this 
capacitance is still further increased 
ami is no longer constant for the various 
dial settings. 

Values of these capacitances for the 
larger decades under the various condi¬ 
tions of shielding are given in Table I. 
The time constant for these conditions 
may he found by adding algebraically 
to the time constants given in Figure 5 
that of the added capacitance. 

When a number of Type 510 Decade- 
Resistance Units are assembled on a 



Fit; ike (>. Time constant for tin* different 
decades of four-dial Type <>02 Decade- 
Resistance Boxes 


panel to form a Type 602 Decade- 
Resistance Box. the resistance ami in¬ 
ductance of the wiring connecting the 
various decades ami the additional 
capacitances of the decades increase 
the equivalent resistance and reactance 
over that of the separate units. The 
resistance ami inductance at zero set¬ 
ting of two-, three-, four-, and five-dial 
boxes are given in Table 11. These zero 
resistances are not included in the 
resistances of the various units, which 


TABLE I 

Parallel Capacitance in nnf of 
Decade Resistors 


Type of 
Unit 

Decade 

Ohm 

Shield Connection* 

Re¬ 

moved 

Flout¬ 

ing 

On 

Zero 

On 

Switch 

S10-D 

510-E 

100 

1000 

6-6 

6-6 

7-7 

31-17 

9-16 

510-F 

10,000 

6-6 

10-10 

33-21 

12-IR 

602-J 

1 

10 

100 

18-17 

21-19 

11-35 

S 3 53 


1000 

17-12 

19-11 

27-20 

63-63 


* First figure ix for xero sotting, second figure in 
for maximum setting of the decode in i|iieMtion. 
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TABLE II 


Zero Resistance anti Inductance of 
Type (>02 Decade-Resistance Boxes 


No. of OiaU 

R 

L 

2 

0.005 tilt m 

0.2 Aih 

2 

0.007 “ 

0.3 ph 

4 

0.010 M 

0.4 Mh 

5 

0.012 ** 

0.5 


are adjusted to be correct at their own 
terminals. They also have a large skin 
effect, because the wiring is copper. 

The time constants for four-dial 
Type 602 Decade-Resistance Boxes 
measured at a frequency of 1 kilocycle 
are shown in Figure 6 for the shield 
both removed and floating. The par¬ 
allel capacitances are considerably 
larger for such a box than for a single 
decade and are given in 'Fable I. They 
depend both on the number of decades 
in the box and on the position of the 
decade in question with reference to 
the other decades. 

The effect on the parallel capacitance 
of the largest decade of connecting the 
shield to a terminal of the box is least 
when that terminal leads directly to 
the smallest decade. This connection 
however increases the resistance of the 
smallest decade because the resistances 
of the higher decades are placed in 
series with their capacitances to shield. 


TABLE III 

l‘ereenta/ie Error in Resistance 
for Type 510 Decudc-Rcsistance Units 


Type 

l»*o- 


! , 'rp«|urut’y in kr 


.11,,,, ,U 

100 

200 500 

1000 2000.5000 10.000 

510- \ 

0.1 0 

0.1 

0.2 1.5 

5 15 


510-11 

1.0 0 

0 

0.1 0.3 

1 4 

■i 

510-C. 

1100 

0 

0 0.1 

0.5 2 

11 

510-1) 

100 0 

O 

0 0.1 

0.3 0.N 

4 15 

510- B 
510-F 

1000 0 

10.000 0 

0 

-0.2 

0 -0J 
-2 -6 

-4 

-16 

30 


*lVrcriiu«r. are for maximum •ettina of each 
decade. 


TABLE IV 


l*ercenta$e Error in Im/tetluncc 
for Type 510 Decade-Resistance (’nits 


Dec- 


Frr«|uerir> in kr 

Ohm 50 

100 

200 

500 

1000 2000 5000 10,000 

510-A 0.1 0.2 

0.7 

2 

15 



510-11 1 0.1 

0.2 

1 

5 

20 


510-C 10 0 

0 

0.1 

0.2 

2 

10 

SI0-D 100 0 

0 

0 

0.1 

0.3 

1 5 15 

510-E looo o 
510-F 10.000 5 

0.1 

20 

0.5 

2 

6 

20 


'IVwnlaBf# arc for maximum •cllittR of curli 
dreadr. 


This effect has been discussed by Jones. 2 

For frequencies above 50 kilocycles 
skin effect is the dominant factor in 
determining resistance except for the 
largest decades. Approximate values 
of the ratio (expressed as percentage 
error) of high-frequency resistance to 
d-c resistance of each of the Type 510 
Decade-Resistors are given in Table Ill. 

When a single decade or a number of 
decades are used as a voltage divider, 
the impedance of the different units is 
the factor determining the accuracy of 
the voltage division. Values of the 
ratio (expressed as percentage error) of 
high-frequency impedance to d-c re¬ 
sistance of each of the Type 510 Decade- 
Kesistanee Initsare gi\en in Table l\ . 

For the Type 602 Decade-Resistance 
Boxes the \ alues of resistance and im¬ 
pedance at high frequencies are greuter 
than for the corresponding Type 510 
Decade-Resistance l nits by amounts 
determined by the connecting wires a* 
shown in Table II. When used in sub¬ 
stitution methods where the change in 
resistance rather than its absolute 
value is significant. Table III still ap¬ 
plies. except for moderate changes in 
the highest decades. 

— Bobekt F. Field 

-Jones ami Josephs, Journal of the American 
Chemical Society , Vol. 50, 1928, p. 1019. 
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A DUPLEX SIPHON RECORDER 


I N the September, 1931, issue of the 
Experimenter , we announced a high¬ 
speed chronograph, lime-interval 
measurements to he made with a pre¬ 
cision of something better than 0.001 
second. 

The present article describes an¬ 
other form of chronograph for use in 
problems requiring a less-accurate 
measurement of time intervals, the 
maximum precision being of the order 
of 0.01 second. This is the Type 456-A 
Duplex Siphon Recorder, shown below. 

The siphon recorder is a well-known 
device which, among other things, has 
found extensive use in the automatic 
recording of telegraphic code signals. 
Some form of writing stylus, jrmi or 
pencil, is made to move a short distance 
to and fro by the starting and stopping 
of current through an appropriate 
electromagnet system. This stylus 
traces a line ii|H>n a strip of pa|M*r mov¬ 
ing w ith a suitable speed perpendicular 
to the motion of the stylus. 

If the design of the energizing elec¬ 
tromagnet is such that the deflecting 
force increases, in general, with the dis¬ 
placement. and if the moving member 
carrying the stylus operates between 
fixed "back'" and "front” stops, then 
the familiar block form of trace will !>e 
produced which gives practically no 
indication of the waveform of the 
energizing current, hut which affords 
deflection intervals proportional to the 
duration of the current. \t slow paper 
speeds, these traces are rectilinear in 
appearance. At the higher sj>eeds, the 
to-and-fro motion traces a curved line, 
the extent of which (along the time 
axis) defends upon the inertia and re¬ 
storing force of the moving member. 
The instant at which the motion of the 


stylus is stopped; that is. on striking 
the front contact on being energized, 
or the rear contact on being released, 
can, however, he determined with a 
sufficient precision to permit measure¬ 
ments to 0.01 second at the higher 
pa|>er speeds. These are the funda¬ 
mental operating conditions for the 
Type 456 Duplex Siphon Recorders. 

As the name implies, this instrument 
carries two separate and individual 
pens which make adjacent traces ii|K>n 
the Jo-inch strip of "ticker" paj»er. 
This paper, obtained in 5-inch diam¬ 
eter rolls, is mounted on a reel 
housed in a drawer in the cabinet base 
of the instrument. The pa|>er is 
threaded up through the panel and. 
subsequently, over a rubber-faced 
drum which is driven l>\ a 110-volt 
universal-type motor. Driving friction 
is produced by a grooved tension roller 
pressing the paper against the drum. 



TVpb 456-A Duplex Siphon Recorder with the 
protecting cover removed. Tape i» fed from 
a reel in the base 
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W bile passing over I Ik* lop of the drum, 
the paper is marked >viili the two 
traits by the pens, which, of course, 
mow parallel to the drum avis. 

The |k*ii arms are energized by tuo 
separate closed electromagnet assem¬ 
blies. the windings of which terminate 
in two pairs of terminal |>osts. The two 
magnet and pen assemblies may each 
he raised and lowered by thumb screws 
to adjust the contact of the pens upon 
the paper. Two cam arms are likewise 
pro\ ided for raising the jmmis ami hold¬ 
ing them away from the paper without 
disturbing the adjustment of these 
thumb screws. The travel of each pen 
arm may he controlled by an adjustable 
hack” screw. The restoring force of 
each arm may be adjusted to best 
meet ojierating conditions. Increasing 
this restoring force increases the sjieed 
of 11 ie moving member at a sacrifice, 
of course, of the sensitivity. 

I he pens consist merely of two fine 
silver lubes which are mounted on the 
arms by suitable spring (damps. The 
lower end of the |>en travels over the 
paper, while the up|M*r end is sus- 
pended free from contact in an ink cup 
'vhicli i;- mounted on the magnet as¬ 
sembly. Inks of dilTerent colors, as, 
for example, red and blue, may he used 
for each of the two traces. The flow of 
ink is produced by siphunic action. 
\ >mall s ik* lion nozzle is provided for 
starting the siphons. Also, two medicine 
stoppers for filling the ink cups. 

For maximum sensitivity, the lower 
ends of the |>ens need not actually 
touch the paper, the flow of the siphon 
being maintained by capillary attrac¬ 
tion. Suitable inks are provided which 
enable the device to he kept idle in 
readiness for operation for at least 
twenty-four hours. The ink cups are 


readily emptied and the (huis cleaned 
by siphoning water through them. 

The shaft of the driving motor is 
connected to the drum shaft through a 
built-in reduction gear system, which 
is an integral part of the motor. Ily tin' 
use of different motors, pa|>er speeds 
from 0.1 inch to 7 inches j>er second 
can he obtained. A rheostat is provided 
which enables the paper speed with 
any one motor to he varied over a ra¬ 
tio of about 1:1. 

The standard form of |>eu magnets 
is each wound to a resistance of ap¬ 
proximately 2KH) ohms which enables 
the pens to he operated by a minimum 
current of 2 milliamperes (5 volts 
across the winding). A special higher 
resistance winding would permit oper¬ 
ation by minimum currents between 
()..'» and 1 milliampere. 

The standard motor used has a gear 
reduction 1 11:1 and by means of the 
rheostat gives paper speeds from 0.8 
inch to 3.5 inches per second. Other 
motors having gear reductions 72:1. 
505:1. and 1120:1 are available for sub¬ 
stituting to obtain projiortional changes 
in paj>er speed. 

In making time interval measure¬ 
ments with this chronograph it is cus¬ 
tomary to energise one pen at known 
time intervals such as 0.1 second. 1.0 
second or any other desired value, 
while the other pen responds to elec¬ 
trical currents ussixiated with the 
phenomenon to he timed. An example 
of such a technique was described in 
conjunction with the cardiotachom- 
eter in the July, 1030, issue of the 
Experimenter . Here the time intervals 
were one second apart and the second 
pen recorded each heart heat. In this 
manner a continuous and permanent 
record of the heart rate was obtained. 
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This saint* procedure may lie adapted 
to a wide variety of problems involving 
timing <i|ieratioii8 as, for example, the 
timing of eheiniral phenomena, of ath- 
letie events, of vehicle sjieeds, of traflic 
distribution, of tin* How of liquids anti 
of the fall of halls in viscous media, ete. 

The met hot! used for securing the 
reference time intervals depends upon 
the particular problem at hand. One- 
second anti one-minute intervals can 
readily he obtained from suitable clin k 
mechanism, while one-second and 0.1- 
second intervals can he ohtainetl from 
contacts operated by synchronous 
motors driven by 60-cps t>r any other 
regulated alternating-current sources. 
If tht* regulation of such current is not 
sufficiently precise for the problem, it 
is quite feasible to superimpose one- 
second intervals from an accurate 
clock upon a series of 0.1-second inter¬ 
vals from the synchronous commu¬ 
tator, the latter serving merely to 
decimate the accurate one-second in¬ 
tervals. The speed of the paper will he 
sufficiently uniform to enable one to 
interpolate to 0*01 second between the 
marked 0.1-second intervals. 

The price of the Type 456- \ Duplex 
Siphon Recorder, described above and 
shown in the illustration, is §100.00. 

In some lines of work, it becomes 
desirable to provide a remote and in¬ 


termittent control for this siphon re¬ 
corder so that sample records may be 
obtained at stated intervals instead of 
a continuous record over a long run. 
For this purpose, the recorder may be 
fitted with two solenoids which, when 
not energized, release the pens from 
contact with the paper, and thus in¬ 
terrupt the How of the ink. The driv¬ 
ing motor may. of course, be stopped 
at such times, thus minimizing the 
amount of paper used. The Type 
456-B Duplex Siphon Recorder, which 
is fitted with these solenoids, is priced 

at $225.00. 

It will be evident that the to-and-fro 
motion of the pen arm, energized by 
stii'li feeble currents, could simultane¬ 
ously be used as a sensitive relay to 
control a considerably greater amount 
of electrical energy than that required 
to drive the arm. For such a pur|x>se. it 
is quite feasible to fit one of the |>eu 
arms with suitable relay contacts. In 
the cardiotachomcler equipment, for 
instance, the pen arm energized by the 
heart pulses is provided with such 
contacts through which an impulse 
counter is driven, thus affording a 
count of the total number of heart 
beats in any given inler\al. in addition 
to the variation in heart rate from time 
to time as shown by the tape records. 

— Horatio \\ . Lamson 


\oo% MODULATION FOR THE AMATEUR PHONE 


T HE (Hass B Modulator, using trans¬ 
former coupling to the radio-fre¬ 
quency amplifier, eliminates the high 
wattage tubes with the high plate 
voltages used in the Class V modulator 
(system, and permits KMYT modulation 
with relatively low power. \ modulator 
and a speech amplifier as shown in the 


accompanying diagram, using only two 
210-type tubes in push pull as the 
modulators, w ill easily modulate I00 f , 
some 50 watts plate input to a Class C 
radio-frequency amplifier. 

In the diagram the microphone and 
speech amplifier circuits are typical of 
those in use in amateur modulation 
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systems at the present time. The nec¬ 
essary additions are the input and out¬ 
put transformers of the modulator. 
General Radio Type 292-A and Type 
292-H Transformers have been de¬ 
signed and built to fulfill the needs of 


Left: Type 292-A Transformer 
Right: Type 292-B Transformer 


the amateur desiring to change his 
modulator system to Glass B. 

— M. C. Hobart 


•LEGEND 

Ri -Type 301 Potentiometer. 200"'- . $1.00 
Itt— Type 471 Potentiometer, 

100,000—.o.oo 

Its— Type 437 Center-Tap Resistor .50 

L, -Type 379-T R-F Choke 1.25 

T i—T ype 585-M Transformer (for 

single-button microphone) . 10.00 

Type 585-M2 Transformer (for 

double-button microphone) . . 10.00 

Tj -Type 541 -A Transformer . . 7.50 

T,i Type 292-A Transformer 7.00 

T, Type 292-R Transformer . 10.00 

T Type 565-B Full-Wave Trans¬ 
former . . 13.50 

T* —Type 545-B Transformer .... 10.00 
Type 527-A Rectifier Filter . 17.50 




rwillt: GENERAL RADIO COMPANY mails the Experimenter , without charge, 
-*■ each month to engineers , scientists , and others interested in commun¬ 
ication-frequency measurement and control problems. Please send requests 
for subscriptions and address-change notices to the 

GENERAL RADIO COMPANY 

30 State Street • Cambridge A, Massachusetts 
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